Viscosity of Hg 0 .84Zn 0 .i6Te pseudobinary melt 
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An oscillating-cup viscometer was developed to measure viscosity of molten HgZnTe ternary 
semiconductor alloys. Data were collected for the pseudobinary Hg 084 Zn 0 16 Te melt between 770 
and 850 °C. The kinematic viscosity was found to vary from approximately 1.1 to 1.4X10 
cm 2 s — 1 . A slow relaxation phenomena was also observed for temperatures from the melting point 
of 770 to -800 °C. Possible mechanisms for this effect are discussed. © 1996 American Institute 
of Physics. [S002 1 -8979(96)038 12-1] 


I. INTRODUCTION 

Experimental viscosity determinations of molten mer- 
cury-based semiconductor alloys are important for the devel- 
opment of crystal growth fundamentals. These melts are 
highly corrosive and have a high, basically mercury, vapor 
pressure which reaches approximately 60 atm at 900 °C. 
Therefore, handling and processing of such material be- 
comes increasingly difficult. In fact, viscosities of HgTe and 
HgCdTe have been reported only recently. 1 

In this work, the viscosity of a Hg,_ r Zn f Te melt was 
measured for the ZnTe molar fraction *=0.16 in the tem- 
perature range of 770-850 °C. An oscillating-cup method 
was used for this purpose with sealed thick-wall cylindrical 
silica ampoules employed as crucibles. While reproducibility 
of the data for temperatures above approximately 820 °C is 
quite good when equilibration times of several hours were 
employed, measurements near the liquidus point of 770 °C 
show a very slow relaxation phenomenon which can last a 
week or even longer. The physical mechanism for this ob- 
served drift is not yet known but may be attributed to macro/ 
microscopic structural processes in the liquid phase. 

A description of the experimental apparatus and the 
measurement technique is presented in Sec. II. The numeri- 
cal analysis of the data and a critical discussion of the results 
comprises Sec. III. 

II. EXPERIMENT 

A. Oscillating-cup viscometer 

The oscillation-cup technique 2 is a highly suitable and 
commonly used technique for viscosity measurements of 
high temperature metallic melts. It has been recently imple- 
mented for the measurements of HgTe and HgCdTe melts 1 
and was utilized for the present study. A schematic view of 
the apparatus is depicted in Fig. 1 (for a detailed description 
see Ref. 1). Briefly, it consists of an oscillation unit sus- 
pended by a thin wire which provides the restoring torque. 
The suspension unit comprises a flywheel rigidly connected 
by the silica rod to the ampoule which is filled with the fluid 
under investigation; torsial oscillations take place about the 
vertical axis. Viscosity of the fluid causes the energy of the 
motion to dissipate slowly. Subsequently, logarithmic decre- 
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ment of the oscillations is a measure of viscous dissipation 
and can be used to determine the absolute viscosity. The 
torque sensor, which consists of a strain gauge bridge assem- 
bly attached to the top end of the spring wire, was success- 
fully utilized to measure the amplitude of the angular deflec- 
tion of the oscillation motion. The signal from the strain 
gauges is recorded by a data acquisition system and stored 
for later processing. The suspended unit is housed within a 
thick-walled inconel tube for safety reasons, i.e., to contain 
occasional ampoule failures. The data acquisition rate was 10 
readings per second, adequate for an oscillation period in the 
range of 5-10 s. The sensitivity of this type of sensor is a 
fraction of an angular degree. The temperature control of the 
three zone furnace is maintaining within ±0.1 °C and unifor- 
mity along the ampoule is approximately ±2 °C. The re- 
corded data were subjected to numerical noise filtering be- 
fore the actual determination of the logarithmic decrement. 
All the data recorded were accurately fitted to the exponen- 
tial decay. 


B. Determination of viscosity 

The angular deflection of the oscillation-cup motion can 
be expressed as 

a(t) = a 0 expj - - f j cos(a>f+ <p 0 )> (0 

where ai-lirfT is the angular frequency of the oscillation, T 
its period, t is time, a {) is the initial angular deflection, and S 
is the logarithmic decrement of the motion. A logarithmic 
decrement of the suspension with an empty cup is essen- 
tially due to the internal friction of the wire. This term was 
measured and taken into account in the viscosity evaluation. 
In addition to the logarithmic decrements and frequency, the 
moment of inertia, I, of the suspension is required. This pa- 
rameter was determined from the spring constant G. An in- 
ertia ring with an accurately known moment of inertia was 
used for this purpose; two angular frequencies of the oscil- 
lation with and without the ring were then measured. The 
spring constant and the moment of inertia can be obtained 
from the relation G = Ico 2 . Finally, mass (A/) and density (p) 
of the fluid to measure, and the inner radius (R) of the am- 
poule is also required. The viscosity can then be numerically 
determined from the exact theory 3 or by employing consid- 
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FIG. 1. Schematic view of the oscillating-cup viscometer. 


erably simpler approximate equations. In our analysis we 
utilized the approximate Roscoe formula 4 which can be writ- 
ten in the form 
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and v is the kinematic viscosity. 

We have tested the accuracy of this formula against the 
exact theory and found very good agreement for the set of 
experimental parameters employed here. Figure 2 compares 
the curves obtained from the exact equations and the Roscoe 
formula. These curves can be used to determine £ 0 from the 
experimentally obtained values of A. In our experiments, the 
values of £ 0 fall into the range of 18-25, where excellent 
agreement between the exact and the approximate approach 
is found (0.5% difference). 


C. Sample preparation and measurements 

Fused silica ampoules were cleaned and outgassed at 
1000 °C for 24 h under vacuum. Six-nine grade Zn and Te 
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FIG. 2. Dependence of A 0 on & using the exact theory and the Roscoe 
formula. The input data set corresponds to sample II. 


and seven-nine grade Hg were provided by Johnson Matthey. 
Hg^^Zn/Te materials with ZnTe molar fraction of jc= 0. 16 
were synthesized in a rocking furnace according to the pro- 
cedure developed in this laboratory. 5 The first sample was 
prepared by a two-step procedure. After the sample was syn- 
thesized the ampoule was opened and a total of 1 18.64 gms 
of HgZnTe was weighed and loaded into the viscosity am- 
poule which was then sealed under vacuum. As for the sec- 
ond sample, material synthesis and viscosity measurements 
were done in the same ampoule. The following amounts of 
material were loaded into the second ampoule: 45.100 g of 
Hg, 34.076 g of Te and 2.793 g of Zn. The experimental 
parameters and properties for these two samples are given in 
Table I. Two different ampoule dimensions as well as two 
different operational parameters were employed to test con- 
sistency of the measurements. 

Viscosity measurements were initiated by first determin- 
ing the moment of inertia of the suspended system as well as 
the logarithmic decrement of the oscillation with solid mate- 
rial inside the ampoule. The sample temperature was gradu- 
ally increased to 850 °C, the safety limit for the vapor pres- 
sure, and held for one day. Viscosity measurements were 
then taken at decreasing 5 °C temperature intervals, to the 
liquids point. The results of early experiments revealed an 
unexpected time drift of the logarithmic decrement at tem- 
peratures near the liquidus point. Consequently, the second 


TABLE I. Experimental parameters and properties used in viscosity evalu- 
ation. 


Parameter 

Sample I 

Sample 11 

Units 

Spring constant, G 
Angular frequency with 

1034.63 

1087.8 

g cm 2 /s 2 

empty ampoule, ojq 

1.097 

1.512 

s- 1 

Inner radius of ampoule, R 
Logarithmic decrement with 

0.649 

0.475 

cm 

empty ampoule, 

0.003 15 

0.00374 


Sample mass, M 

118.64 

81.969 

g 

Melt density, p 

7.476 

7.476 

g/cm 3 

Melt height, H 

11.95 

15.47 

cm 

ru 

0.029 97 

0.01943 
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FIG. 3. Kinematic viscosity of the HgZnTe melt for samples I and II. 


FIG. 4. Time variation of the viscosity after cooling from 850 °C to the 
prescribed temperatures, 810 and 790 °C. 


sample was remeasured after two weeks of soaking inside 
the rocking fumance at 820 °C, this treatment did not change 
the observed behavior. A total of 150 measurements were 
performed for this study and the high temperature viscosity 
data were reproducible within 5%. 

III. RESULTS AND DISCUSSION 

Figure 3 displays temperature dependence of the kine- 
matic viscosity for both samples. The actual temperature 
timeline of sample II is presented in Table II. The accuracy 
of the data has been estimated previously 1 as 5%. The slow 
relaxation phenomenon is displayed in Fig. 4 where two data 
sets were obtained by cooling down the second ampoule 
from 850 °C and stabilizing at temperatures of 790 and 
810 °C. While it took one day for equilibration at 810 °C, 


TABLE II. Viscosity data for sample II. 





Kinematic 

Time 

Temperature 

Logarithmic 

viscosity 

(h) 

(°C) 

decrement 

(10 -3 cm 2 s -1 ) 

2.5 

850 

0.012 66 

1.17 

4 

850 

0.012 69 

1.18 

6 

845 

0.012 54 

1.14 

24 

840 

0.012 80 

1.22 

26 

835 

0.012 98 

1.27 

30 

830 

0.013 16 

1.33 

48 

825 

0.013 20 

1.35 

50 

820 

0.013 38 

1.41 

53 

815 

0.013 28 

1.39 

73 

815 

0.013 32 

1.42 

75 

810 

0.013 41 

1.42 

78 

805 

0.013 30 

1.38 

80 

800 

0.013 16 

1.33 

120 

795 

0.013 26 

1.37 

123 

790 

0.01301 

1.28 

125 

785 

0.012 65 

1.17 

147 

780 

0.012 37 

1.09 

149 

775 

0.012 51 

1.13 

152 

770 

0.012 22 

1.04 


more than a week at 790 °C was required. The average dy- 
namic viscosity of the investigated HgZnTe melt is approxi- 
mately 1 cp which falls in the middle of viscosities measured 
for III— V semiconductor binary melts. 6 It is about halt of 
that for the HgCdTe pseudobinary melt and is close to the 
extrapolated value of a HgTe melt. 

Initial measurements during the course of this work re- 
vealed excessive scattering, which was related later to the 
long time relaxation effect. Possible mechanisms for this ob- 
served relaxation of the measured viscosity during tempera- 
ture cycling might be attributed to either macroscopic or mi- 
croscopic inhomogeneities. 

Macroscopic inhomogeneities can be present, for in- 
stance, due to insufficient mixing during material prepara- 
tion. In fact, any local departure from stoichiometry will sig- 
nificantly change the viscosity, as it has a cusplike sharp 
peak near the stoichiometric composition. 6 An inhomogene- 
ity can also arise from evaporation/condensation of mercury 
into/from a free volume in the ampoule. This could create a 
thin mercury boundary layer around the sample, thus modi- 
fying the wetting condition of the melt to the ampoule walls 
and changing the surface tension of the top free surface of 
the melt. It is, however, unlikely that this effect would be 
present only in the small temperature range of 770-8 10°C 
and not seen at higher temperatures. Finally, bubble forma- 
tion in the melt may cause significant effects. Although di- 
rect observation of the melt during density measurements 
did not show any, the existence of small bubbles is still pos- 
sible. 

The nature of the effect can also be microscopic. Equi- 
librium density and composition fluctuations near the liqui- 
dus point can be qualitatively different from those at higher 
temperatures, i.e., subcritical clusters of the second phase can 
be present. 7 Although the lifetime of these hetero- 
fluctuations is finite, it can be quite long. It is conceivable 
that certain impurities can significantly promote nucleation 
and alter the equilibrium size and density of these clusters. 
Also, for complex binary or ternary systems, as compared 
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with single-elemental melts, heterofluctuations would more 
likely be present. If the lifetime of these clusters is signifi- 
cant then any changes in the temperature will induce redis- 
tribution in the cluster size and composition. This is a diffu- 
sion controlled process which may have similarities to 
Ostwald ripening phenomenon and can be very slow. 

Early viscosity measurements of pure metals showed 
hysteresis behavior close to their melting points . 8 Subse- 
quent, and more accurate, measurements did not confirm 
these findings and the effect was attributed to impurities and 
surface oxidation . 2 On the other hand, recent x-ray studies of 
several binary metallic systems revealed a profound long 
lasting memory effect of the melt microstructure in relation 
to its thermal history . 9 However, relevant viscosity studies 
have not been conducted to date. The viscosity measure- 
ments of III-V semiconductor compounds revealed a sharp 
increase in viscosity near the melting point indicating the 
presence of some ordering . 6 Thus, the possibility of slow 
microscopic relaxation processes taking place in the HgZnTe 
melts cannot be ruled out. The temperature dependence of 
the density of the HgZnTe melts 10 also shows a peculiar 
hysteresis nature, pointing to inhomogeneity of the melt. The 


present study, unfortunately, is not sufficient to draw any 
conclusive prediction and more complex work involving 
x-ray scattering is needed. 
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